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Three-dimensional (3D) reconstruction and examina-
tion of tissue at microscopic resolution have signifi-
cant potential to enhance the study of both normal
and disease processes, particularly those involving
structural changes or those in which the spatial rela-
tionship of disease features is important. Although
other methods exist for studying tissue in 3D, using
conventional histopathological features has signifi-
cant advantages because it allows for conventional
histopathological staining and interpretation tech-
niques. Until now, its use has not been routine in
research because of the technical difficulty in con-
structing 3D tissue models. We describe a novel sys-
tem for 3D histological reconstruction, integrating
whole-slide imaging (virtual slides), image serving,
registration, and visualization into one user-friendly
package. It produces high-resolution 3D reconstruc-
tions with minimal user interaction and can be used
in a histopathological laboratory without input from
computing specialists. It uses a novel method for
slice-to-slice image registration using automatic regis-
tration algorithms custom designed for both virtual
slides and histopathological images. This system has
been applied to >300 separate 3D volumes from eight
different tissue types, using a total of 5500 virtual
slides comprising 1.45 TB of primary image data.
Qualitative and quantitative metrics for the accuracy
of 3D reconstruction are provided, with measured regis-
tration accuracy approaching 120 m for a 1-cm piece of
tissue. Both 3D tissue volumes and generated 3D models
are presented for four demonstrator cases. (Am J Pathol
2012, 180:1835–1842; DOI: 10.1016/j.ajpath.2012.01.033)The three-dimensional (3D) reconstruction and exami-
nation of tissue at microscopic resolution have signifi-
cant potential to enhance the study of normal and
disease processes, particularly those involving structural
changes or those in which the spatial relationship of
disease features is important. Its application to, or com-
bination with, techniques, such as immunohistochemistry
(IHC) or in situ hybridization, adds further value by allow-
ing understanding of additional phenotypic or functional
information. Initial applications have been concerned
with investigating the anatomical features and micro-
architecture of normal tissue,1 tumor invasion, growth
factor expression, and localization of therapeutic targets
in relation to microvasculature and studying gene expres-
sion (eg, in developing mouse embryos2 and the devel-
oping human brain3).
Competing alternative techniques to 3D tissue recon-
struction using individually stained serial sections, and
alternative nondestructive 3D imaging techniques, in-
clude optical projection tomography,4 3D imaging with
ultrasonography,5 microscopic magnetic resonance im-
aging, or X-ray microcomputed tomography, confocal
laser scanning or multiphoton microscopy, and serial
block face imaging (eg, episcopic fluorescence image
capture and high-resolution episcopic microscopy).6 Al-
though all are mature technologies, which are used in
research practice, each have limitations, whereas using
conventional histopathological characteristics has signif-
icant advantages because it allows for conventional his-
topathological staining and interpretation techniques.
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analysis use proved and simple laboratory techniques to
study structure, function, and disease manifestations. Ex-
amples include the use of photomicrographs and cus-
tomized automated desktop software,7,8 in which a digital
camera mounted on a light microscope captured images
from serial sections of cervical carcinoma invasion. An
extension of this is the large-image microscope array,9
whereby sectioning, imaging, and reconstruction were
used to reconstruct whole organs. A further example of a
fully integrated system of 3D reconstruction was previ-
ously described,10 in which a tissue processing, section-
ing, slide scanning, and reconstruction system was fully
automated and integrated into one process. Although
these are useful methods for 3D reconstructions, partic-
ularly using an integrated system, the images and 3D
reconstruction are limited by low resolution.
Other limiting factors for conventional 3D histopatho-
logical analysis include the time and difficultly associated
with acquiring many images with a microscope instead of
an automated whole slide scanner,11–13 the absence of a
fully integrated system for reconstruction,14 and the sig-
nificant amount of time associated with manual input pre-
viously required to guide 3D reconstruction.13
In light of these limiting factors, we have developed
novel 3D histopathological software, which uses auto-
mated virtual slide scanners to generate high-resolution
digital images and produce 3D tissue reconstructions at
a cellular resolution level. It can be used on any stained
tissue section (eg, H&E, IHC, or special stains or chro-
mogenic in situ hybridization). It is based on a general
image-based registration algorithm, which is reasonably
robust over a wide variety of data (ie, it is not tuned to a
specific data type/application) and operates using an
integrated system that requires minimal manual interven-
tion once the slides are divided into sections, stained, or
mounted. The virtual slide scanners digitize automati-
cally, and the software communicates with the image-
serving software, which aligns the images and produces
visualization in one integrated package. It uses high-
resolution registration and high-performance computing
that takes advantage of parallel computing using the
OpenMP library in C (Microsoft, Redmond, WA) to
use all available cores (n  8) of our server. It also uses
a novel means of multilevel registration (described later),
in which the user can manually select a region, zoom in,
Figure 1. Examples of original images (axial views) from data sets: an 18-day
colorectal carcinoma stained with H&E (B), human liver with hepatitis C stained wi
cyanin/phloxin (D).and reregister the area. It then uses data fusion tech-
niques to visualize microanatomical and functional infor-
mation in conjunction with the structural 3D reconstruc-
tion and novel data visualization techniques to allow
researchers to explore the resulting large data sets.
In developing this novel 3D histopathological software,
we are seeking to address a clinical and research need
for high-resolution 3D microscopy. Many fields, including
tumor biology, embryology, and transgenic models,
would benefit from correlation of structure and function in
3D, but no current technology can integrate tissue micro-
architecture, cellular morphological characteristics, and
function on large tissue samples.
This system has been used to generate 300 separate
3D tissue volumes from eight different tissue types, using
a total of 5500 virtual slides comprising 1.45 TB of pri-
mary image data. This article describes the application of
this method in four case studies.
Materials and Methods
Tissue Preparation
The following data sets were prepared (all shown in Figure
1): data set A, 111 sections of an 18-day post-fertilization
mouse embryo (stained with H&E) (Figure 1A); data set
B, 70 sections from a human liver containing a deposit of
metastatic colorectal carcinoma adjacent to a blood ves-
sel (stained with H&E) (Figure 1B); data set C, 100 sec-
tions from a cirrhotic human liver infected with hepatitis C
(stained with picrosirius red) (Figure 1C); and data set D,
130 sections of a single rat glomerulus (stained with
solochrome cyanin/phloxin) (Figure 1D). All human tissue
was surplus surgical tissue with local ethical approval.
The CD1 mouse embryo was obtained from a 10-week-old
time-mated female (mated with a stud of the same strain),
and the rat glomerulus was imaged from the kidney of a
12-week-old male Sprague-Dawley rat. Both were sacri-
ficed under Schedule 1 of the Animals (Scientific Proce-
dures) Act, 1986, under Project License PPL 40/2917.
Tissue sections for data sets A, B, and C were pre-
pared using standard histological techniques, as follows.
Tissue was formalin fixed for 2 to 3 days, processed in a
Leica ASP 200 tissue processor (Leica Microsystems,
UK; Milton Keynes, UK) for 48 hours, and paraffin em-
embryo stained with H&E (A), human liver containing a deposit of metastaticmouse
th picrosirius red (C), and a single rat glomerulus stained with solochrome
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standard microtome, and selected sections (eg, every
seventh section for data set A, giving a gap of 35 m
between images; every fifth section for data set B, giving
a gap of 25 m between images; and every 20th section
for data set C, giving a gap of 100 m between images)
were stained using H&E and picrosirius red for the hep-
atitis C liver. Glass slides were scanned using Aperio
Technologies, Inc. (San Diego, CA), T2 and T3 scanners
using 20 (for both of the human liver cases) and 40
(for the embryo and glomerulus) objectives, producing
images with a final resolution of 0.23 and 0.46 m per
pixel, respectively. Tissue sections for data set D were
prepared using specialized histological techniques, as
follows. Tissue was formalin fixed, processed, and em-
bedded in LR Gold acrylic resin (Sigma-Aldrich, Poole,
Dorset, UK). Serial sections (0.5 m thick) were cut using
an ultramicrotome, and every single section was selected
and stained using solochrome cyanin/phloxin. The glass
slides were scanned using Aperio Technologies, Inc., T2
and T3 scanners using a 40 objective with a doubling
magnifier, producing images with a final resolution of
0.92 m per pixel. Data sets A, B, and C were then used
as described in Sequential Image-Based Registration, and
data set D was used as described in Interactive Multilevel
Registration.
Sequential Image-Based Registration
Scanned data sets were uploaded into our customized
software and registered using a sequential slice-to-slice
image-based registration approach. One virtual slide (the
section closest to the center of the tissue because this
section generally contains the most tissue and allows for
the definition of the volume size before registration com-
mences) was used as a reference. Serial sections directly
next to this reference section were nonrigidly aligned to
the reference using a slice-to-slice image-based regis-
tration technique. Alignment proceeds out from the ce-
nter, with subsequent images aligned to their neighbors.
The set of aligned images were then concatenated to
form a 3D volumetric data set. The slice-to-slice image
registration approach used was a multistage method
Figure 2. Performing multilevel registration at successive image magnifica-
tions using interactive subimage selection.based on an extension of phase correlation.15 This
method allows rotation and scale to be recovered (in
addition to translation) by converting the images to log-
polar coordinates. Images are first aligned rigidly (ignor-
ing scale) by subsampling the virtual slides by a factor of
64. This result is then used as input to a nonrigid regis-
tration method that divides the image into a set of regu-
larly spaced square patches that are individually
aligned.15 A global (whole image) non–rigid B-spline–
based transform is estimated using a robust least-
squares error-minimizing estimation method to approxi-
mate a set of point translations derived from the set of
rigid patch transforms (five points are derived from each
patch, one at each corner and one at the center). This
method was applied at multiple increasing image reso-
lutions and B-spline grid sizes (zoom 1/64 B-spline 3 3,
zoom 1/32 B-spline 4  4, zoom 1/16 B-spline 5  5, and
zoom 1/8 B-spline 6  6), with the result of the previous
application initializing the next application. This was all
integrated into a user-friendly software package that ob-
tains images from the image server and generates visu-
alizations of the images with a few button clicks. Qualita-
tive analysis was performed on all data sets to determine
the accuracy of each reconstruction; in addition, quanti-
tative analysis was performed on test data sets (see
Results). On completion of the rigid and nonrigid trans-
form, a volume was generated for each data set, in which
the axial, coronal, and sagittal views could be studied.
Interactive Multilevel Registration
The image shown in Figure 1D has a width/height ap-
proximately 512 times smaller than the current maximum
resolution of slide scanners. Thus, small errors in calcu-
lated low-resolution transforms are scaled up to become
large errors at the native resolution. The worst-case reg-
istration accuracy when registering entire virtual slides
can be as large as a single cell (described later). This is
the result of a B-spline with many knots being required to
represent subcellular-level deformations over the entire
image (which is difficult to estimate robustly in the pres-
ence of local tissue and imaging irregularities). To obtain
subcellular accuracy reconstructions, we have imple-
mented an interface, which is integrated into our soft-
ware, by which the user can interactively select subareas
of the image to register at higher resolution, using the
lower-resolution output as an initial solution (ie, using a
B-spline with relatively few knots). This is illustrated in
Figure 2. This method is similar in concept to the multi-
level resolution registration method previously detailed,16
but uses multiple resolution levels for nonrigid registration
as opposed to using a single high-resolution level with
Figure 3. A: Coronal view through the center of
an image stack (Figure 1A) showing failures in
rigid registration. B: Coronal view through the
center of the same image stack (data set B, liver
with metastatic colorectal carcinoma) showing
reconstruction has worked successfully after
subsequent manual correction and nonrigid reg-
istration.
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the whole image registration is used as an initial solution
for this registration, which is based on the method previ-
ously described.17 To achieve this subcellular-level ac-
curacy, thin sections in which the same cells are visible in
successive sections are required.
3D Rendering, Segmentation, and Visualization
The volume generated is then used to generate a 3D
volume rendering and segmentation of each data set.
This software is based on software ray tracing and code
from the Visualization Toolkit (Kitware, Clifton Park, NY;
available at http://www.vtk.org),18 which supports 3D vol-
ume rendering of raw data in color and isosurfacing of
segmentations; both are integrated into the reconstruc-
tion software. The 3D volume rendering software has clip
planes controlled by sliders, in conjunction with a zoom-
ing functionality, by which the user can manipulate the x,
y, and z axes to zoom in on and view areas of interest.
The interactive segmentation process involves users
going through each image individually within the data set
and manually segmenting (highlighting) the area they
want to visualize. The software we have developed facil-
itates interactive segmentation of 3D structures using a
variety of methods (including purely manual annotation).
Of particular utility is a method we call color exemplar
Table 1. Approximate Time Taken for Each 3D Reconstruction C
Variable Mouse emb
Time taken by human
Sectioning time (approximately 50
sections/hour) (minutes)
130
Staining time (minutes) 80
Segmentation (optional) (minutes) 180
Total human time (minutes) 390 (6.5 ho
Computational time*
Slide scanning (1 image/slide apart from
the rat glomerulus: 18 images/slide; 8
slides in total)
3330
Rigid and nonrigid registration 720
Total computer processing time (minutes) 4050 (67.5 h*Computational processing is unsupervised by humans.thresholding, in which the user selects an example color
by clicking with the mouse. All pixels with an RGB color
within a user-specified threshold of this example color are
annotated. Alternatively, this approach may be used within
a region-growing framework19 to segment only spatially
connected similar pixels, using the selected location as a
seed and color exemplar thresholding as the uniformity
predicate. After segmentation is complete, the user can
then perform isosurfacing of the segmentation usingmarch-
ing cubes20 and mesh decimation (using a code from the
Visualization Toolkit18) to generate a 3D color visualization.
Isosurfacing of segmentations can be performed on numer-
ous structures/components of the data set, as demon-
strated in Results, and can be used to selectively volume
render and view different parts of the reconstructed vol-
umes independently of one another with arbitrary topologi-
cal features (in addition to more conventional cut planes).
Qualitative and Quantitative Performance
Qualitative performance for all data sets was judged by
viewing the reconstructed volumes in coronal (Figure 3)
and sagittal views; these views contain one row from
each image in the set. Misalignment errors can be seen
as discontinuities between rows. This was typically per-
formed after the completion of rigid registration. In the
event that there was a registration failure (Figure 3A), the
Figure 4. A: Axial view of cirrhotic liver tissue
stained with H&E with highlighted synthetic
holes used for registration accuracy metrics. B:
Axial view of cirrhotic liver tissue stained with
picrosirius red with a central single blood vessel
used for registration accuracy metrics.
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rotated manually using a manual correction program,
which is integrated into our software. This ensured that
when the manually corrected images were rigidly regis-
tered again, and subsequently nonrigidly registered, they
were successfully aligned (Figure 3B). Quantitative per-
formance was performed on two test data sets (Figure 4)
containing roughly similar features (eg, holes and blood
vessels aligned perpendicular to the sectioning direc-
tion), and these features were annotated using Aperio
ImageScope software version 10 (Aperio Technologies,
Inc.). Annotations (consisting of closely spaced point
sets) were aligned using the registration transform com-
puted using our software, and the difference between
aligned annotations was quantified using the standard
Hausdorff distance measure (ie, maximum distance).21 Dis-
tances were quantified, as shown in Figure 4. Thirty-nine
Figure 5. Axial, coronal, and sagittal views with a 3D volume rendition and 3
carcinoma in human liver tissue (B), cirrhotic human liver tissue infected wi
and the blood vessels in the adjacent liver tissue are marked in yellow. Color
column are pseudocolors chosen to highlight differences between tissue typand thirty-one successive serial sections were used, repec-tively, to measure section-to-section accuracy for all stages
of image registration and to measure accumulated error
between images 10 sections apart. The accuracy of this
evaluation is limited by the accuracy of the manual annota-
tions and the variation in shape from one section to another
(which we estimate to be in the order of 50 to 100 m).
Results
Data set volume and segmentation sizes were as follows: the
mouse embryo (data set A: 244-MB volume, 82-MB segmen-
tation), the human liver tissue with metastatic colorectal carci-
noma (data set B: 315-MB volume, 95-MB segmentation), the
human liver cirrhotic tissue with hepatitis C (data set C:
347-MB volume, 110-MB segmentation), and the rat glomeru-
lus (data set D: 665-MB volume, 221-MB segmentation). The
lization of anatomical features of the mouse embryo (A), metastatic colorectal
titis C (C), and a single rat glomerulus (D). In B, the tumor is marked in red
first three columns are original colors of the stained tissue. Colors in the lastD visua
th hepatime it takes for an entire reconstruction, from fixation at the
1840 Roberts et al
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Table 1. Most of the time taken is computational time to scan
and reconstruct the images; of the human time required,
most is for sectioning and staining. Only a small propor-
tion of technician time is spent performing and quality
controlling the 3D reconstruction (ie, checking if rigid
registration has worked successfully and altering the
zoom and B-spline before initiating the next application
level).
The 3D reconstruction results for all three data sets are
shown in Figure 5. The 3D volume rendering of Figure 5A
demonstrates the mouse brain, eye, gut, and liver, pro-
viding information on the anatomical morphological and
morphometric features of different components. The 3D
visualization demonstrates the anatomical features of the
mouse embryo, including the brain and spinal cord, liver,
lungs, heart, kidneys, bladder, gut, eyes, and skeletal
formation. Possible applications include providing ana-
tomical and expression data and virtual archiving of
transgenic models. The 3D volume rendering of Figure
5B shows tumor morphological features and vessels run-
ning adjacent to and into the metastatic adenocarci-
noma; this rendition could provide insight into tumor vas-
culature and its response to anti-angiogenic agents and
the development of such lesions. The 3D visualization
demonstrates bifurcation of the vessels in the liver tissue
(yellow) with an enveloping metastatic colorectal carci-
noma front (red). The 3D volume rendering of Figure 5C
provides information on nodular shape and relationship
to cirrhotic fibrosis. It also identifies the vessels running
throughout the tissue, thus providing possible insight into
vascular and ductular structure in relation to fibrogenesis
and hepatic stellate cell and myofibroblast activity. The
Table 2. Liver Cirrhosis Stained with H&E Registration Accuracy
Accumulated Error over 10 Sections for Each Registratio
Variable Unregistered Rigid
Typical slice: slice registration
accuracy (m)
Mean 771.75 91.88
SD 429.77 50.88
Accumulated error over 10
sections (m)
Mean 915.81 224.38
SD 497.28 100.59
Data are given as the Hausdorff distance.
Table 3. Liver Cirrhosis Stained with Picosirius Red Registration
and Accumulated Error over 10 Sections for Each Regis
Variable Unregistered Rigi
Typical slice-to-slice registration
accuracy (m)
Mean 776.17 104.6
SD 424.36 77.8
Accumulated error over 10
sections (m)
Mean 1013.43 227.9
SD 462.08 108.3Measurements are calculated as the Hausdorff distance in micrometers (m3D visualization shows cirrhotic nodules (orange) sur-
rounded by fibrosis (scarring, red), and the vasculature
(green) can also be seen. It demonstrates the software’s
potential for provision of information on the development
of the disease and may refine diagnosis. It also demon-
strates the software’s utility on a specialized stain (picro-
sirius red). The 3D volume rendering of Figure 5D shows
the single rat glomerulus surrounded by tubular base-
ment membranes and the afferent and efferent arterioles
on either side of the glomerulus. It demonstrates the
intricate nature of the glomerulus and provides informa-
tion on cellular components, such as the capillaries and
mesangial cells, within the Bowman’s capsule. The 3D
visualization shows the Bowman’s capsule and the prox-
imal convoluted tubule (orange), the afferent arteriole
(red), the efferent arteriole (yellow), and selected individ-
ual mesangial cell nuclei (green). It also demonstrates
the software’s utility at a high resolution. Users can use
the x, y, and z slider functions to manipulate the areas of
interest they want to view in the 3D volume rendition, and
different components can be turned on or off so that each
can be individually viewed in the 3D visualization.
Qualitative performance results are demonstrated in
Figure 3, which shows two different coronal views
through the center of two separate reconstructions of
data set A (both have been subject to the same registra-
tion process, detailed in the second part of Materials and
Methods). Figure 3A shows at least three failure registra-
tions, particularly the discontinuity in the blood vessel
(vertical white structure), whereas Figure 3B shows no
major registration failures and the blood vessel is a
smoother structure. Quantitative performance (Figure 4)
produced registration accuracy metrics that can be seen
s Showing Typical Slice-to-Slice Registration Accuracy and
lication Level
64 (3  3) z32 (4  4) z16 (5  5) z8 (6 6)
51.43 54.64 50.54 49.17
32.13 32.75 34.44 31.83
140.67 110.94 113.18 112.74
73.19 67.68 75.83 70.67
cy Metrics Showing Typical Slice-to-Slice Registration Accuracy
Application Level
z64 (3  3) z32 (4  4) z16 (5  5) z8 (6  6)
58.93 61.15 58.09 54.37
32.68 37.11 42.52 37.17
141.73 118.44 130.99 120.36
61.92 53.98 81.38 88.32Metric
n App
zAccura
tration
d
4
5
2
7).
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H&E case (Figure 4A), shows an approximate 75-m
average maximum error with an SD of 30 m. In Table 3,
the accuracy metrics for the picrosirius red case (Figure
4B) show an approximate 54-m average maximum error
with a standard deviation of 37 m. The worst-case reg-
istration accuracy, when registering whole virtual slides,
is approximately 1 cell so the 75- or 54-m average
maximum error is acceptable. Overall, registration accu-
racy over 10 sections approaches 120 m for a piece of
tissue 10,000 m large (ie, approximately 1.2% error).
Discussion
We report a novel means of 3D histological reconstruc-
tion that integrates whole slide scanning, image serving,
registration, and visualization into one integrated user-
friendly package. It produces high-resolution 3D recon-
structions with minimal user interaction subsequent to
sectioning, staining, and mounting (these processes can
be automated,22 but we did not have access to such
equipment). We have also demonstrated that this soft-
ware is accurate and robust because we have achieved
qualitatively similar results from a range of different tis-
sues, embedding autostains and histochemical stains,
using serial and step sections. We propose that this sys-
tem provides the opportunity for increasing the use of 3D
histopathological analysis as a routine research tool.
There is a range of uses for this software. First, avail-
ability of easily produced 3D reconstructions and 3D
visualizations enable the exploration of large 3D data
sets, which allows for the extensive analysis of tissue
microanatomical and morphological structure. Second,
automated or semiautomated measurement of 3D vol-
umes can be performed (eg, to quantify vascular volume
or structure). Third, automating histochemical and IHC
staining in a 3D volume provides the ability to study struc-
tural and functional information simultaneously (eg, to quan-
tify protein expression at the invasive front of a tumor or
organ-specific growth factor expression in developing em-
bryos/placentas). Finally, it can assist the development of
novel in vivomicroscopic imaging. Imagingmodalities, such
as in vivo microscopy (eg, of dysplasia in gastrointestinal
endoscopy) and high-resolution radiological imaging, are
being developed. The availability of robust 3D tissue visu-
alization will allow the validation of these novel imaging
techniques against the gold standard, and this could en-
hance pathological-radiological-clinical correlation.
Other experimenters have used 3D reconstruction to
similar ends (reconstruction of colorectal carcinoma liver
metastases23 or the invasive front of cervical carci-
noma7,8), but such studies are limited in size and scope
by the need to acquire photomicrographs, the lack of
available and easily usable software, and the unavailabil-
ity of high-resolution images that can be iteratively recon-
structed at any scale. Although others12 have also used
virtual slides to improve the speed of image acquisition,
iterative semiautomatic registration using the high-reso-
lution whole slide image has not yet been performed.
Alternative techniques of 3D reconstruction have alsobeen developed but are limited. Optical projection to-
mography4 offers good reconstruction while keeping the
specimens intact but is limited in resolution and to small
sample sizes. 3D imaging with ultrasonography,5 mag-
netic resonance imaging, or X-ray microcomputed to-
mography is nondestructive but is also limited by the
maximum resolution obtainable and a lack of simultane-
ous functional information. Confocal laser scanning mi-
croscopy and multiphoton microscopy offer high-resolu-
tion 3D reconstruction, but sample sizes are small so
architectural context may be lost. Serial block face imag-
ing (episcopic fluorescence image capture and high-
resolution episcopic microscopy)6 provides high resolu-
tion over hundreds of micrometers but is limited because
it is not possible to repeatedly image a region after the
block has been cut, and IHC staining can only be per-
formed before tissue embedding.
Future studies may use specialist equipment, as previ-
ously detailed,22 which will address the major bottleneck in
our 3D reconstruction process, which is the time taken to
prepare serial or step sections on glass slides. Also, the use
of a fully automated staining machine will further minimize
the amount of manual input in this process.
Future development efforts will focus on developing
whole slide 3D visualization at full resolution. Although
alignment and reconstruction may be performed at the
full (native) resolution of the slides, 3D visualization of the
full reconstruction is not possible at this resolution be-
cause of memory and screen resolution constraints (eg,
3D visualizations obtained from this study were limited to
2000  2000 pixel images of 100 sections); however,
subvolumes may be visualized. In future work, we plan to
develop a system for intuitive navigation of such data sets at
all resolutions. This will produce, in effect, a 3D microscope
for gigapixel-sized 3D volumes that would require high-
resolution displays, such as a Powerwall,24 for viewing.
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